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Broader Information Capabilities 
in the Clip-On DC Milli ammeter 



A BOUT three years ago the Hewlett-Packard 
•*■ ^ Company introduced a notable new instru- 
ment: a dc milliammeter that measured current 
merely by clipping around the conductor under 
test.* Because of its clip-on feature this instru- 
ment eliminated the inconvenience of opening 
the circuit under test to measure current. Fur- 
ther, the new milliam- 
meter reflected no dc re- 
sistance into the meas- 
ured circuit — current 
could be conveniently measured in all sorts of 
previously-impractical or difficult cases such 
as low impedance transistor circuits. Current 
could even be measured in the absence of con- 
ventional conductors as in electrolytes or by 
clipping around small composition resistors. 



SEf AISO: 
" Automatic measurement of 
microwave Frequencies," p. 5 



Finally, the milliammeter is virtually burn-out 
proof; overloads of hundreds of amperes do 
not harm it. 

Needless to say, the Clip-On DC Milliam- 
meter has been a tremendously useful and 
popular instrument. Now, however, its infor- 
mation-gathering abilities have been made 
even broader in a new alternate version of the 
instrument. The new model differs from the 
former by the addition of a wider dc-current 
measuring range and by the addition of the 
ability to sense low-frequency ac currents in 
the measured circuit. For dc measurements the 
sensitivity of the instrument has been increased 
from 3 milliamperes full scale to 1 milliampere 
full scale. At the same time the largest current- 

'Aradl Berpch, Charity < I I: • _-■ 5. K.n. \ Qip-Ofl DC Mill! 

ammeter roi Measuring Tube Ami I'rjn-i-inr Circuit Currents," Hi 
Packard J annul, Volume 0. No. 10-11. June-July 1»SI 
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FiR. 1. Self -hp- Model 428B Clip-on D( Mdliatu- 
triitfr measures tie currents merely hy dipping probe 
.rroitrid current conductor. Instrument also bus propor* 
tional output for alternating currents up to 400 eps, 

permitting a-c up to set cral amperes to tic measured 
readily in heretofore difficult cases. 



Fig. 2. Oscillogram illustrating type of information 
obtainable with ntu Milliammeter. Sboiin are 12()-cps 
current puhis in semiconductor putter rectifier f upper 
Iran > measured uith Milliammcltr and oscilloscope. 
Exponential envelope of pulses occurs because rectifier 
load is a dc pulse, shoun by fir<-t part of lower trace. 
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measuring range has been increased 
from 1 ampere full scale to 10 am- 
peres full scale. Hence, the usability 
of the instrument in measuring both 
low-power and high-power transis- 
tor circuits is significantly increased. 

The low-frequency sensing fea- 
ture in the new instrument is pro- 
vided in the form of an output that 
has a response from dc to 400 cps. By 
means of this output low-frequency 
currents from a fraction of a milli- 
ampere to 4 amperes peak* in the 
measured circuit will result in a pro- 
portional voltage from the Milli- 
am meter. This voltage is calibrated 
and can be applied to an oscilloscope 
for observation and measurement of 
the current under test. For obtaining 
such information as the peak value 
of the current pulses in power sup- 
ply rectifiers, this output is unparal- 
leled for convenience. A specific ex- 
ample of the value of the propor- 
tional output in measuring a recti- 
fier current is shown in Fig, 2 (front 
page). 

Since the frequency response of 
this output extends down to dc, it is 
also of value when it is desirahle to 
observe or plot dc current phenom- 
ena. In such cases it can be used to 
operate an analog recorder. For dc, 
currents up to 10 amperes can be 
observed. 

INSTRUMENT 
ARRANGEMENT 

The Milliammeter consists of a 
small penholder style probe for clip- 
ping around the conductor and a 
small cabinet that contains the am- 
plifying circuitry and indicating 

Thfa b Ihe maximum rating it 120 rps. Al lower 
frequencies the rating i:- ,1- high .1- 10 impexta peak. 
while M hij;hrr freqiseni i. . i[ decreases from 4 



meter. The probe is equipped with 
tong-like jaws which are conven- 
iently operated by means of flanges 
on the probe body (Fig. 4). Within 
the probe jaws are magnetic sensing 
elements that sample the magnetic- 
field of the current being measured. 
These elements are part of a mag- 
netic amplifier which produces an ac 
signal which is further amplified 
and, after rectification, used to op- 
erate the indicating meter. The over- 
all circuit including the probe sens- 
ing elements is connected in a feed- 
back loop to insure high stability. 
The output which is provided has a 
response from dc to 400 cps. al- 
though the indicating meter itself 
responds only to the average value 
of the dc current measured. 

NON-LOADING MEASUREMENTS 

One of the special features of the 
Milliammeter is that it does not load 
the circuit being measured. This 
very desirable characteristic occurs 
because the Milliammeter extracts 
no actual dc energy from the circuit, 
the energy needed for a measure- 
ment being supplied by the Milli- 
ammeter itself. Measurements can 
thus normally be made in even the 
lowest-impedance circuits without 
difficulty. 



The presence of the probe intro- 
duces into the measured circuit a 
very slight inductance of about 0.5 
microhenry and a slight shunt capa- 
city of about 2 niraf, but these are 
not of consequence in most circuits. 
Often, too, a measurement can be 
made at a circuit point which is by- 
passed with a capacitor for minimal 
effect from these factors. 

The probe does couple into the 
measured circuit a small ac voltage 
of up to 15 millivolts peak. The 
Milliammeter has been designed so 
that this voltage occurs at a little- 
used frequency, 20 kc and its har- 
monics, for minimum measurement 
inconvenience. In rare cases where 
this small voltage might prove unde- 
sirable, it, too, can usually be 
avoided by selection of the measure- 
ment point. 

PROPORTIONAL 
OUTPUT 

The proportional output feature 
provided on the new Milliammeter 
has proved very valuable and has 
been designed to drive high-imped- 
ance devices such as oscilloscopes 
and potentiometric recorders as well 
as low -impedance galvanometer re- 
corders. The output jack has associ- 
ated with it a screwdriver type con- 
trol (Fig, 5) which has a switch 
positii m .ii one end of its rotation 
but is otherwise adjustable in the 
usual fashion. When the control is 
set to the switch position, the Milli- 
ammeter produces an output of I 
volt across high-impedance loads of 
several tens of kilohms and more for 
a full-scale reading. This output is 



Fig. 4. c././>-0« 
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calibrated and is accurate within a 
few percent. It thus permits accurate 
recording of dc current information 
and also permits oscilloscopes to be 
used to measure low-frequency ac 
currents in the range from dc to ■iOO 
cps. 

When the output control is 
switched out of its calibrated posi- 
tion, it adjusts the output voltage up 
to a maximum of about 1.5 volts so 
thai I milliampere will be available 
to operate 1-iOO-ohm galvanometer 
type recorders. 

INCREASED SENSITIVITY 

It is often practical to increase the 
effective sensitivity of the instru- 
ment by looping additional turns of 
the measured conductor through die 
aperture in the Milliammeter's 
probe. This technique increases the 
sensitivity of the measurement in 
direct proportion to the number of 
loops through the probe. The re- 
verse-coupled voltage of 1 5 mv peak 
maximum will also increase propor- 
tionately, but this can often be mini- 
mized by measuring at a point by- 
passed with a capacitor. At -frp- the 
sensitivity of the instrument has 
been experimentally increased one 
thousand times to 1 microampere 



Fijj;. 5. NtUf hp- Model 

■I 2KB Clip-On Dc Mii- 

hjinnwter measures dc 
current without load- 
ing measured circuit, 
thus enabling dc and 
Irju-jret/rieriiy ac to b« 
Measured it/ prei'i- 
uifily tlitjiciill cases* 



full scale by clipping onto a coil con- 
sisting of 1000 turns of #40 wire. 
The reverse-coupled noise was then 
held to Jess than 15 millivolts peak 
by bypassing this coil with an .027- 
mf capacitor. 

ACCURACY 

The Clip-On Milliammeter meas- 
ures dc currents with a very desir- 
able order of accuracy: ±3% d 0.1 
ma. Furthermore, the dc indication 
is virtually unaffected by the pres- 
ence of ac currents. In a typical case 
the presence of ac in the measured 
circuit will usually produce no ob- 
servable effect on the meter. In any 
case the instrument is rated such 
that ac with a peak value equal to 
the ful! scale value to which the Mil- 
liammeter is set will have less than 

_ i effect on the dc reading. In 
general this is not a serious limita- 
tion, since in electronics work the dc 
current is generally larger than the 
peak ac. An exception to this, how- 
ever, occurs when measuring recti- 
fied currents such as those illustrated 
in Fig. 2. Here, the peak ac is consid- 
erably larger than the average dc 
current so that a range should be 
used where the meter indication is 
sufficiently downscale to maintain 

■ 3 • 



the peak ac value within the full- 
scale value of the range. In case of 
doubt the output provided on the 
Milliammeter can be applied to an 
oscilloscope for observation of the 
ac waveform. The possibility of an 
erroneous reading will be indicated 
by limiting of the waveform peak. 
When measuring pulse currents 
such as those shown in Fig, 2, the 
finite high frequency response (400 
cps) of the instrument can diminish 
the apparent peak value of the pulse. 
The amount of this effect will vary, 







LARGE-APERTURE 
CLIP-ON PROBE 

The accompanying photograph 
shows a new probe which has been de- 
signed to enable the fip- Clip-On Mil- 
liammeter to be used to measure dc 
currents in large conductors. Along- 
side the large probe is shown one of 
the regular Milliammeter probes for 
comparison. The large probe accom- 
modates conductors up to 24" in diam- 
eter so that measurements can be made 
in a variety at applications including 
even the corrosion-producing currents 
in pipes and cable sheaths. 

Planned for production in the 
spring, the large probe will be known 
as the hp- Model 3 528 A. It will be us- 
able with both the 428A and 428B 
Milliammeters and is interchangeable 
with the existing probes. Performance 
specifications have not been finalized, 
but it is expected that range of meas- 
urement and accuracy with the large 
probe will approach that obtainable 
with the regular probe. 



©Copr. 1949-1998 Hewlett-Packard Co. 




Fig. 6. Sensitivity of measurements can 

he hit-reused by looping udtfilion.il tiiim 

of measured ton dm tor thro it g l> probe. 

Stt details in text. 



but in the case of 120 cps pulses the 
amount will typically be in the vi- 
cinity of —5% anil will seldom ex- 
ceed 10'",. 

Ac currents located within a few- 
cycles of 20 kc and its harmonics can 
cause a beat in the meter reading but 
this has not been found to he- a 
problem in practice because of the 
remote location of this frequency. 



Two additional ratings apply to 
insure the accuracy of measurements 
involving ac currents in " fringe- 
area" cases. One is that the maxi- 
mum ac that the instrument will ac- 
commodate without affecting the tic 
reading is 4 amperes peak. The sec- 
ond is that the instantaneous sum of 
dc and ac below S cps in )rec|ucnc\ 
should not exceed the full scale value 
of the range used. 

The probe is well shielded and 
uses a balanced type of construction 
so that external magnetic fields sel- 
dom affect the measurements. It is 
good practice, however, to avoid 
strong magnetic fields. 

GENERAL 

The variety of uses to which the 
Clip-On Milliammeter has been and 
can be put is remarkable. It can be 
used to sum, subtract, and balance 
currents. It can be used to search 
for short— and for open— circuits. It 



can be used to check power supply 
ratings and to insure proper current 
drain by load circuits. As mentioned 
previously, it has even measured 
current in the ahsence of metal lie- 
conductors. 

The possibility of current meas- 
urements in a number of other un- 
usual applications has also been 
suggested and these are under in\c-s- 
ligation. 

Because of its sheer usefulness and 
convenience, the Clip-On Milliam- 
meter has won a place as one of the 
principal instruments in the elec- 
tronics laboratory. Now, with the 
addition in this alternate version of 
the instrument of wider current ca- 
pabilities and the ability to extract 
dc and low-frequency information 
from the- measured current for ex- 
ternal use, the instrument becomes 
even more valuable. 

—Dooulil E Barkieyand 

. \iinlt Bergb 



MAGNETIC INK TESTING 



An interesting application of the 
Clip-On Milliammeter described in 
this issue has occurred in an unusual 
place for electronic equipment— the 
banking field. There, to use the new 
style checks which are magnetic-ink 
encoded for computer processing, it is 
necessary to quality-control the mag- 
netic properties of the ink impression 




placed on the checks during printing. 
To do this, a modified form of the 
Milliammeter has come into use in 
check printing. 

In essence, the ink tester consists ol 
one of the Milliammeters with a spe- 
cial form of probe that can sample the 
nwgrii in field o) ilit. ink impression 
on the printed check. Included in the 
arrangement is a permanent magnet 
which is used to magnetize the im- 
printed ink prior to a measurement 
with the tester. The tester is provided 
w l Til a special meter lace which shows 
the operator whether the ink impres- 
sion is within acceptable limits. 

Two variations of the tester are in 
use. One is for sheet-fed presses and 
makes a test on a sheet of paper taken 
from the press. The second, which is 
the one shown in the accompanying 
photograph, is designed for presses 
that use a continuous roll of paper. 
In this arrangement the special probe 
attaches to the press where it continu- 
ously monitors a test impression 
printed at the paper edge. 



SPECIFICATIONS 

-hp- 

MODEL 428B 

CLIP-ON DC MILLIAMMETER 

Current Range: Full scale readings from I ma to 
10 amperes in 9 rongps 1-3-10 sequence. 

Accuracy: -*- 3°b of full scale it 0.1 mo. 

Probe Inductance: Less than 0.5 fth. No notice- 
able loading, even up to 1 me. 

Probe Induced Voltage: Less than IS my peak 
at 20 kc and harmonica. 

Output: i'cj'i Calibrated output: I volt +3% 
across high .impedance loads or ibl Adjust- 
able output: Adjustable up to appro* 1.5 
volts maximum across loads of MOO or more 
ah mi. 

Output Bandwidth; dc to 400 cps ■ min, 3 db 

point}. 

AC Rejection. AC with peak value less than full 
scale affects, meter accuracy less than 2% 

at frequencies above 5 cps and different from 
the carrier 20 Ice and its harmonics. On 10 
ampere range, ac is limited to 4 amperes 
peak. Below 5 cps total instantaneous cur- 
rent must rtol exceed full scale. 
Probe Insulation: 300 volts, maximum. 

Probe Tip Sf»i Approximately V'2 in. by ° 32 

in. Aperture diameter 3 16 In. 
Power: 115 to 230 volts ■ 10%, 50 to 60 cps, 

approximately 70 watts. 
Dimensions: 

Cabinet Mount: 7V2 in. wide. 111 2 In. high, 

1 4 - .-. in. deep, 
Rett Mount: 19 in. wide, 7 in. high, 13 in. 
deep behind panel. 
Weiohl.- 

Cabinel Mount: Net 1° lbs. Shippmo 24 lbs. 
Rack Mount: Net 24 lbs. Shipping 35 lbs. 
Price: -ftp- Model 428o, Cabinet Mount, S550.OO. 
-hp- Model 42SBR, Rack Mount, 5555.00. 

Prices f.o.b. Palo Alto. Calif. 
Data subject Id change without notice 
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AN INSTRUMENT FOR AUTOMATICALLY MEASURING 
FREQUENCIES FROM 200 MC TO 12.4 GC 
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Fik. 1. Model DY-5796 Synchronizer produced by hp-'s Dymec division 

i«jWi i frequency measurement) ti> i>< modi automatically from 200 me to 
1 2.4 gc with -hp- transfer oscillator and frequency counter. Unit is particu- 
larly i aluaiiU ii in ii nit mured (ret/ueticy /> ••'• tiling -.<< />.« r« itdnal l-rn. 



Fig. 3. Oscillogram n\ re si d ua l f-m in .i 
10 ktttc measured signal math using set- 
up nl I if;. _'. Vertical sensitivity is 15 kt 
division. Su vip lime is 5 milliseconds t m. 

connects to the Transfer Oscillator 
as shown in Tig. 2. In operation it 
j controls the frequency of the Oscil- 
liSI the microwave field the de- rate, it becomes more difficult to lator so that a harmonic thereof is 
mauds of doppler tracking, spec- obtain an accurate or meaningful phase-locked to the frequency being 
trum analyzing and similar work reading. measured. The Oscillator frequency 
are resulting in signal sources of in- To permit not only measuring the is then measured by the Counter 
creased stability. Consequently, the frequency of these difficult signals Converter in the regular way. If de- 
ability to make precise frequency more accurately and conveniently sired, the Counter readings can be 
measurements in the microwave re- than previously but also to permit recorded in digital and or analog 

more information to be obtained form so that a continuous record of 

about the signal than is obtainable the Oscillator frequency (and hence 

with the manual-visual link method, the drift in the initial measured sig- 

an automatic zero-beating process or nal) can be obtained, as indicated in 

equivalent effect is needed. This has Fig. 5. 
now been designed in the form of 



gion has become increasingly impor- 
tant. 

At present, measurements can be 
made up to 5 10 mc 1 with an accuracy 
of up to 3 parts in 10" using the -hp- 
Model 52 t series Frequency Counter 
in conjunction with the -fip- Model a closed-loop phase control system 



525 series Frequency Converter. 
Above 510 mc measurements are 
made using the Counter ami Con- 
verter in combination with a trans- 
fer oscillator such as the -hp- Model 
540A or 5 .'{111-. The Transfer Oscil- 
lator provides for manual zero- beat- 
ing of one of its harmonics against 
the unknown signal to frequencies 
as high as 12. i go Reading the 
Transfer Oscillator frequency on 
the Counter Converter combination 
then yields the value of the un- 
known frequency with a high ac- 
curacy determined by the accuracy 
of zero-beating. On clean signals, 
accuracies of 1 pan in 10 can be 
achieved. This arrangement is a con- 
venient one and is currently in wide 
use. However, when die signal con- 
tains f-m or is drifting at a moderate 



provided by the Dymec DY-5796 
Transfer Oscillator Synchronizer 
shown in Fig. 1. The Synchronizer 



"A Vi'w Frequency Counter Pluii-In Dolt fa I'i- 
ivci Frequency Measurements to ?]ij n i 
/'„'. tori faurnai, Vol 12, No ! J.hj . I '". L 
I Dexter Ilia. \ -■ 
Ucuuring CW gsd Pulsed Frequencies ■ 
12,400 mc". i >;jrd fmirniil, Vol '■ Mi 

; \ . 
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liu. Z. Synchronizer locks harmonic of transfer oscillator to measured sig- 
n.il: transfer oscillator frequency ii then measured er in usual nay. 

\isual records o) measurement tan he made .is shown. Residual f-m in meas- 
ured signal can he examined via output pmt id, d mi \y ncbronizcr, 

• 5 ■ 
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Fig. 4. Synchronizer-transfer oscillator- 

i mi uter system packaged in cabinet. Sys- 
tem measures frequencies with accuracy 
of Ihirts in 10'. System shown is known 
.is Dwiin sHS-f Frequency Measuring 
System. 

EXTRACTING RESIDUAL F-M 

In addition to frequency and drift 
measurements, useful information 
about the f-m present on the signal 
can he obtained as a result of the 
tight lock between the signal and 
the Transfer Oscillator. This occurs 
because frequency variations are 
converted to voltage in the Syn- 
chronizer phase detector and ap- 
plied to the Transfer Oscillator to 
correct its frequency. This voltage 
is thus a useful analog of frequency 
—its ac component indicates the 
presence of f-m on the signal. Hence, 
a pair of front panel terminals la- 
beled Deviation Output are pro- 
vided on the Synchronizer to make 
this voltage externally available. 
These terminals then enable an os- 
cilloscope or vrvm to be connected 
for measuring both the amount and 
the components of f-rn in the initial 



signal. A typical example of f-m in- 
formation extracted by this tech- 
nique is shown in Fig. 3. 

SEARCH PROVISION 

The Synchronizer is also arranged 
to thai ii can cause the Transfer Os- 
cillator to search for a signal to 
which it is only approximately 
tuned or to automatically resyn- 
chronize with a signal that has heen 
interrupted. To accomplish this, the 
S) nth ionizer is provided with a set 
of Search Input terminals on the rear 
panel. An external voltage such as a 
60 cps signal can be applied to these 
terminals to cause the Transfer Os- 
cillator to sweep. If the signal is 
pissed, a capture is made and the 
Oscillator locks onto the signal. The 
maximum search range varies from 
about 25 mc at 12.4 gc to 1 me at 
500 mc. 

AUTOMATIC CONTROL 

ARRANGEMENT 

The phase locking achieved by 
the Synchronizer provides absolute 
synchronization of the external sig- 
nal and Transfer Oscillator har- 
monic and eliminates zero-beat er- 
rors. In order to give direction sense 
to the system, a reference or fre- 
quency offset of 30 mc is used. No 
measurement error is introduced by 
this technique, since the offset is ob- 
tained from the time base in the 
Counter by tripling its 10 mc stand- 
ard frequency. Offset is accounted 
for by adding SO mc to the indicated 
transfer oscillator frequency after 
multiplying by the harmonic num- 
ber. Overall measurement accuracy 

15 Mill. 



of a direct frequency measurement 
is that of the Counter time base 1 
(typically in the order of 5 parts in 
10 s ). 

Fig. 6 shows a more detailed block 
diagram of the Synchronizer and 
associated instruments. The signal 
and Transfer Oscillator frequencies 
are compared in a harmonic miser 
(which is part of the Transfer Oscil- 
lator circuitry*) in the same manner 
as a manual comparison. However, 
the mixer output, which is at 30 mc, 
is led directly to the Synchronizer 
instead of to the video (output) am- 
plifier in the Transfer Oscillator, 

The mixer output is amplified in 
the Synchronizer in a wide band ( i 
mc) i-f amplifier and limiter and 
applied to a balanced cosine phase- 
detector. The limiter eliminates any 
a- in that may be present, which 
would otherwise contribute to un- 
wanted f-m on the Transfer Oscilla- 
tor signal. Adequacy of limiting is 
indicated on the front panel LEVEL 
SET meter, which also provides an 
indication of proper signal level ad- 
justment. A broad green area on the 
meter scale indicates the satisfactory 
level. A front panel control enables 
the i-f gain to be adjusted to corre- 
spond with associated signal coup- 
ling equipment. 

' UTTurt X. Bodily, Leonard S. Cutler, ' 5 i 10-V 
Week Tiftle Ba.se Accuracy in the ID mr Fleqw 
Counter." [leirlttt-l'ackard Journal, Vol. 10, No. 

- Nov.-Dec, 1558. 
*' NOTE? The miser can he. either of the two tvsit, 
able in the -rip- Model 540B Trar.sit-r I !■;, ill.n.-r 
The low frequency mixer is used from 200 m< - 
lo appro lima I dy S K c/5. The high trequenty unit, a 
. no. Uned harmonic generator and mixer, i- used 
i- I -o ! * - In 12.4 gc/s, II the -rip- Model 540A 
i- o.r-i| instead of a S40B, measurements sb 

nay be made tuing an external -hp. Model 
'■-1A Harmonic Miser.) 
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Ftp. 5. Typical curve of drift measured in 6 hmc oscillator uith arrange- 
ment of Fig. 2. See also Fig, 3. 
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